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ABSTRACT

A modified l’wyman-Green intcrfcromctcr is in usc that makes possible wavcfront  (csiing of optical filters at any wavelength
- from 200 to 1100 nanometers. The use of mirrors for collimation and pupil imaging makes the instrument achromatic, and

therefore the focus is fixed over the entire bandwidth. I’hc bcamsplitter  and compcnsa(or  plates arc made of fused silica,
and the detector is a UV enhanced CCD  tv camera. A tunable monochrornctcr  with a broadband light source permits
selection of any wavelength. Fringe distortion, even when the collimating mirror is spherical, is small enough to keep
measurement errors within 0.1 wave peak to valley over [he 2 by 2 inch aperture.

1. INTRO1)UCTION

Most optical filters made today arc not intcncicd for usc in imaging systems where  wavcfront  errors arc  of concern, and they
gcncraily  show thcmsclvcs  as unsuitable for such applications. (I:igurc 1 ) Rut many users arc now asking for “opticai  quaiity”
fillers and finding that the ahiii[y to test thcxn is rare.

‘1’hc Jc[ Propulsion Laboratory has procured sets of fiitcrs for the Wide Ficid/Pianctary Camera, onc of the primary
instrumcrr[s  for the Space Tclcscopc.  The need [o measure the transmittcxi  wavcfront of numerous broadband and
narrowband  fiitcrs  has led to the dcvclopmcnl  of a modified ‘1’wyman-Clrccn  (T-G) intcrfcronrctcr.  In the past this need
has been par[ialiy  met by use of a ciassicai T-G intcrfcromcterl  which was limited in bandwidth to the 400-700nm region.
lt was also awkward to usc because the focus shifted with changing wavcicngth causing the interference fringe contrast to
decrease.  In addition a darkened room and a relatively large vii>ration  isolation t:ibic were required.

The goal was to design an instrument which wouid:

.<, ]) extend the band to 200-1100nm,
2) have a clear aperture of at least  2 inches square,
3) be convenient to USC, rclativciy  insensitive to vibration, ami por[ai)lc.
4) operate in normal room light.

l’hc chaiicngcs  cxpcctcd  included:

UV sensitivity--A combination of detector, monochronrctcr,  and light source wouid have to be found or dcvclopcd.

Dynamic range--Optical fiitcrs  gcncraliy  transmit from 10 to 70 percent at their peak and may have bandwidths
varying from a few Angstroms to hundreds of nanometers. What effect would these variables have on fringe
visibility? Would several bcarnsplittcrs  bc required, each with a different coating, so that beam inicnsitics  can be
balanced?

Portability/Stabilily--It  was highly desirable to be able to transport and usc this instrument without special facilities
and complex realignment.

13asc of Use--It can be time consuming to search for the proper fringe pattern  when a light source is to be used that
has a cohcrcncc  path length of only a few microns. Could an instrumcrrt  be built which wouid  offer convcnicncc  and



simplicity and require a minimum amount of training and cxpcricrrce?

I’his paper describes the gcrrc.ral design of the intcrfcrometcr  and includes cxpcrimcntal  data and results.

2. APPROACII

‘I’he very broad spectral requirement dictated the usc of mirrors rather than lenses. A lens systcm designed for broadband
would require glasses which would not transmit down to 2.00 nm. In addition, in a reflective system, to avoid an obscured
collimator, an off-axis configuration would bc necessary. A parabolic surface would do the job, and normally two such
mirrors would bc required -- one to collimate the source and the other to dccollimate  or image the source. Off-axis
parabolic mirrors are expensive. Could the mirrors bc spherical? And could the same mirror serve as collimator and
irnager?  Should the last two questions bc answered ycs then the significarrcc  would be rcftccted  in the instrument’s cost and

- compactness. The  design was drawn up to use a single spherical mirror to replace the two lenses used in the traditional
approach. Figure 2 is a schematic of the two systems.

If the optical path lengths for both arms were prcciscly equal then the aberrations introduced by the spherical mirror would
be identical in both arms and effectively cancel. l’hc fringe pat[crn  would then accurately rcprcscnt  only the difference
between the two wavcfronts. Lateral shearing is minimized by proper alignment of the instrument and tilting of the rcfercncc
flat: The equality of arms is assured by the very short cohcrcncc  length of the light source.

l’}lc bandwidth may bc extended to 1 lo(hrrn quite easily by using a silicon based CCD  as the dctcc{or. Conventional optics
and light sources generally function at wavelengths up to the near IR. The UV end, however, would require special attention.
l’hc  low end cut-off for typical CCDS is at,out  400rlm, To cx[cnd sensitivity the CCD was coated with a florcsccnt  material
in much the same way as the CCDS were for the Wide Field/1’lanctary Camera, This coating converts UV to visitrlc and
functions from 400nm to XK)nm  and beyond while maintaining its transparency in the longer wavelengths.

For the transmission optics fused silica sccmcd  an obvious choice. It is thermally stable, available with exccllcnt
homogeneity, and the transmission at 2D0 nm is still above 85% for a thickness of 30 mm. The bcamsplittc.r  and compensator
plates arc made of this material, as is the field lens. The bcarnsplittcr  coating is a thin layer of aluminum deposited to
transmit about 50% and reflect 20% (The filter being tested is always inserted in the ‘through” arm of the interferometer).

‘Ile monochrornctcr  is a miniature Fastic-Ebcrt  type which covcrcd the spectral rcgicm of interest. Two light sources arc
used, a quartz lamp for 400nnl to Ilo(hrm  and a filtered xenon arc to provide the near LJV. A dcutcriurn  source may be
dc@ablc to provide enough energy at 200nm without using a high powered xenon lamp.<.

3. EXPER1MENIATION

Q&Q$ COnfilgrration

Wc had confidence that the fringes would bc straight, ctc; the rca[ concern was gross distortion of the test field (pupil),
Using a spherical mirror off-center was unusual for any kind of imaging. First attempts looked good by eye. To measure
distortion more precisely a target mask (Figure 3) was placed in the tcs[ field and its image evaluated. This was first tried
using a field Icns (quartz) and then later a field mirror. The image of the plate (Figure 4) illrrstratcs  that distortion is
negligible with the lens but significant with the mirror, The mirror has the advantage of eliminating axial color and
thcrcforc the need to refocus. The spherical field mirror worked better the closer it came to operating on center. An
asphcric  would probably bc superior. The focal length of the field lens or mirror was used to vary the size of the intcrfcrcncc
pattern on the television monitor. A shorter focal length would bc desirable if a brighter image were required. Frirrgc
contrast across the pupil dccrcascd where distortion was largest. It also dccrcascd as the

A comparison was made bctwccn  our T-G and a Z.y,go  Fizcau  intcrfcrornctcr.  lhc test
window with slight power. The two intcrfcrograms  make up Figure 5.

source size was increased.

piccc  was a high quality quartz.



A Sony CCD  b&w camera was used because it was small, had a rcmovahlc  Icns, and we owned one. The  windows were
removed and a florcsccnt  material was vacuum deposited on two-thirds of the detector surface. A test was run to determine
qualitatively the cffcctivcncss  of the coating. A monochromctcr  with a dcutcrium source illuminated the CCD from a distance
of a fcw inches as the wavelength was changed. A third of the CCL) was masked to provide a zero lCVC1  comparison. The
uncoated area cut off at about 360 nm, the coated area at 195 nm. lhc UV cnd was likely attenuated by the room
atmosphere. It appeared that if sufficient light were available 2Q0 nm would bc achievable as a lower limit test wavelength
in our Twyn~an-Green.

4. ANAI,YSIS

~ l’hc principal optical feature of this interferometer in comparison with the classical T-G is the dcccntcrcd  and tilted spherical
mirror. While the effect of the abcrratcd wavcfront,  as dcscribcd  above, is cancclcd  so far as the intcrfcrcnce  is conccrncd,
still lhcrc is the question of whether distortion of fringe location might be introduced when imaging the testing fringes onto
the detector.

The fringe pattern formed at the beam splitter is imaged by the tilted and dcccntercd spherical mirror and relayed by the
field lens to the CCD. 10 calculate distortion, just onc arm of the intcrfcromctcr  needs to bc considered. The stop is at
the spherical mirror. The chief rays, which dctcrminc the distortion, arc parallel to the optical axis in object-space and are
focused at the ccntcr  of the field lens by the spherical mirror. Distortion can bc obtained by real-ray tracing and by locating
the ccntroid  of each chief ray in the image plane. The deviation of cac}] ccntroid  from ~hat of the corresponding paraxial
ray is the. distortion. Code V gives its peak magnitude as 3% across the 2.25 inch field.

5. FINAI, CONF1G[JRATION

The intcrfcromctcr is 28 by 16 by 7 inches high, The Iight source and tv monitor arc separate. It weighs 40 pounds, is rigid
and enclosed so that it may be used on an ordinary desk or table with the room lights on. A two wheel filter assembly has
been added to provide greater control over the light source intensity and spectral bancipass. The monochromctcr  grating
was chosen to take advantage of multiple orders to cover the full range of wavelengths. A quartz, field lens is used to
n~inimim  distortion. It is mounted on a rod assembly which permits easy focusing and rotates out of the beam for co-
alignmcnt  of the two arms. Tilt control is accomplished wi~h the rcfcrcncc  flat mirror. I’hc test arln>s length is adjusted
using a digital micrometer.

< . 6.  CONCI.USION

The Broadband Achromatic Twyman-Green (BAT) Intcrfcromctcr has proven to bc cffcctivc for wavcfront  testing of a wide
variety of optical filters. It has a useful bandwidth from 200 to 1100 nanometers, is convenient to USC, compact, and accurate.
The use of a single sphcrieal  mirror for both collimator and imagcr  is viable. Fringe  contrast varies widely bccausc  of beam
intensity mismatch but is generally adequate with just a single bcamsplittcr. q-he cxpcrimcntal  results and the theoretical
analysis are in good agrccmcnt. Figure 6 is a series of intcrfcrograms  taken at a variety of wavelengths.
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Figure 1. Two inch iutcrfcrcncc.  filters
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Z.ygo I;iz,cau intcrfcromc[cr

Broadt)and  ~’wyman-~rccn  intcrfcrometcr

Figure 5. Transmitted wavcfron( of high quality window @ (iHnm
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Figure 6. Transmi[tcd  wr:ivcfl  onts of a series of filters


